well counter.
III. DESCRIPTION OF ELECTRONICS
A simplified block diagram of the shift register and control board is shown in Fig. 6 . The gate-length switch, located on the front panel, in the number of real-plus-3ccidental events compared to the number of accidental events.
When an event is shifted into the shift register, it counts a decade sealer in the up direction.
Likewise, when an event comes out of the 64-stage shift register, the same sealer is counted down.
Thus, the number at events in both the real-plusaccidental and accidental shift registers is known at any given time. 
